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Abstract: For many years electroretinography (ERG) has been used for obtaining information
about the retinal physiological function. More recently, a new technique called optoretinography
(ORG) has been developed. In one form of this technique, the physiological response of retinal
photoreceptors to visible light, resulting in a nanometric photoreceptor optical path length change,
is measured by phase-sensitive optical coherence tomography (OCT). To date, a limited number
of studies with phase-based ORG measured the retinal response to a flickering light stimulation.
In this work, we use a spatio-temporal optical coherence tomography (STOC-T) system to capture
optoretinograms with a flickering stimulus over a 1.7× 0.85 mm2 area of a light-adapted retina
located between the fovea and the optic nerve. We show that we can detect statistically-significant
differences in the photoreceptor optical path length (OPL) modulation amplitudes in response to
different flicker frequencies and with better signal to noise ratios (SNRs) than for a dark-adapted
eye. We also demonstrate the ability to spatially map such response to a patterned stimulus with
light stripes flickering at different frequencies, highlighting the prospect of characterizing the
spatially-resolved temporal-frequency response of the retina with ORG.

© 2022 Optica Publishing Group under the terms of the Optica Open Access Publishing Agreement

1. Introduction

For many years visual inspection of fundus photography [1] and examination of images acquired
with optical coherence tomography (OCT) [2] have been used by ophthalmologists for eye
disease diagnosis and monitoring therapy progress thanks to their ability to detect morphological
biomarkers of pathophysiology.

However, imaging morphological manifestation of retinal diseases alone does not provide
sufficient information on the loss of functionality of retinal neurons, which, in most cases, lies
at the center of the pathophysiology process [3]. Electroretinography (ERG) has been used for
measuring the retinal physiological response to light stimulation for many years [4], by recording
the electrical currents generated directly by retinal neurons in combination with contributions
from retinal glia. The drawback of ERG is that it measures an average response from large
portions of the retina, and it might miss physiological changes occurring only in small areas. This
issue can be partially solved by multifocal ERG [5] which measures the response from specific
retinal regions. Nonetheless, researchers have for decades investigated potential light-evoked
optical biomarkers of neural function and dysfunction in the retina, which could give rapid,
non-invasive, objective information, complementary to that of electrophysiological methods.
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Over ten years ago, it was shown that OCT could detect small changes in infrared (IR)
reflected light intensity occurring after simultaneous stimulation with visible light on animal
retinas in vitro [6,7] and in vivo [8]. Around the same time, Jonnal, et al., and Grieve, et al.,
recorded such reflectance changes in vivo from individual photoreceptors using, respectively,
a flood-illumination retina camera equipped with adaptive optics [9] and an adaptive optics
scanning laser ophthalmoscope [10]. These findings laid the foundations for optoretinography
(ORG) [3,11], a wealth of techniques that measure light-evoked intrinsic optical signals [12]
from groups or even single photoreceptors. These signals can be derived from intensity-based
measurements (iORG) [13] or phase-based optoretinograms (pORG) [14].

A breakthrough in the latter category happened in 2016 when a group from Lübeck used a
Full-Field Fourier-Domain OCT system to measure the photoreceptor response to light stimulus
in humans in vivo [15]. Their results showed that the optical path length (OPL) change in
the photoreceptor layer in response to a stimulus consists of two phases: a fast negative OPL
change (contraction), which is later followed by a slower positive response of larger amplitude
(expansion). Other important ORG results have been obtained with scanning OCT systems,
often combined with adaptive optics. In 2017, the slow photoreceptor expansion response was
explained, with the help of an iORG system, as a result of water diffusion into the retina outer
segment to maintain the osmotic balance during the phototransduction cascade [16]. In 2019, it
was shown that it is possible to use cellular-resolution pORG for individual cone classification in
humans in vivo [17]. The following year a high-speed adaptive optics line-scan OCT system
was used for cellular-resolution pORG [18] and additional models explaining the potential origin
of both the fast and slow response arose [19–21]. ORG was also used for in vivo detection of
photoreceptor dysfunction due to retinal degeneration in mice [22,23].

Measurements of the retinal response to a flickering stimulus have been performed with ERG
multiple times. They have proven instrumental in the analysis of retinal light adaptation [24]
and critical flicker frequency (CFF) variations between the macula and periphery [25]. Despite
the additional advantages of ORG, only a limited number of studies of flicker ORG have been
reported in the literature to the best of our knowledge. Among those, an iORG study [26]
measured the photoreceptor response to a periodic stimulus limited to a single low frequency
(5 Hz), while, more recently, two pORG studies [27,28] measured the dark-adapted photoreceptor
response in the range between 1 Hz and 6.6 Hz and the inner plexiform layer slow response in the
range between 1 Hz and 50 Hz, respectively. However, these studies struggled to measure the fast
retinal response at frequencies above 10 Hz.

In this paper, we present the technical developments of a system for flicker ORG under
light-adapted conditions that can improve the measurement of the fast response to a flickering
stimulation in the frequency range above 10 Hz and spatially map the photoreceptors OPL
modulation amplitude in response to these flickering stimuli.

2. Materials and methods

This section describes the materials and methods used for all ORG experiments. More specifically,
Section 2.1 describes the OCT and light stimulation setups. Section 2.2 details the ORG data
acquisition and signal processing. In section 2.3, we determine the most suitable adaptation
before the flicker stimulus. Section 2.4 then quantifies the system displacement sensitivity and
OPL modulation amplitude sensitivity.

2.1. Spatio-temporal optical coherence tomography (STOC-T) system

In our work, we used a STOC-T setup described in detail by Auksorius et al. [29,30]. We
employed a wavelength-swept laser (Broadsweeper BS-840-2-HP, Superlum) with a tuning range
from 803 nm to 878 nm, operating at a sweeping speed of 14600 nm/s. We provided effective
crosstalk reduction [30,31] of scattered light in brightfield images using a 300 m patch cable
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of multimode fiber [29,30,32] (FG050LGA, Thorlabs) after the light source. A two-telescope
system (L1-L2, L3-L8, where the focal lengths of L1, L2, L3, and L8 equal 11 mm, 50 mm,
100 mm, and 50 mm, respectively) imaged the fiber tip to the front focal plane of the eye with a
∼2.3x magnification factor. This provided an IR illumination spot size of ∼1.7 mm 1/e2 diameter
on the retina and a power of 3.9 mW.

The visible light stimulus path was made collinear with the IR illumination path by introducing
a dichroic mirror between the lens L3 and the beam splitter BS. White light from an LED
(MNWHL4, Thorlabs) collimated by an achromatic doublet (L9, with a focal length of 30 mm)
and a digital micromirror device (DMD) (v9501, Vialux) provided a variable patterned and
flickering light stimulation (20 mm x 10 mm), relayed on the retina by another two-telescope
system (L10-L11, L8-eye optics, where both focal lengths of L10 and L11 equal 150 mm, and the
size of the stimulus on the retina is approximately 9.2 mm x 4.6 mm). A non-flickering fixation
target was added to the DMD pattern to control the degree of eccentricity of the stimulated retinal
area. Similarly, the fellow eye was provided with a non-flickering laser fixation target only for the
control measurements in the dark (without stimulus). We estimated the photon flux (PFr) on the
retina, i.e., the number of photons (energy units) per unit time, per unit area, in Eq. (1) by diving
the irradiance (the light energy per unit time, per unit area) by the mean energy of a photon Eph
of our white light stimulus, i.e.,

PFr =
c · Pp

M2 · ADMD · Eph

[︃
µW
µm2

nph

µJ
=

nph

µm2s

]︃
, (1)

where Pp is the optical power of the white LED in front of the eye pupil, M2 is the square of the
magnification M = 0.46 between the stimulus (DMD) plane and the retina, ADMD is the area of
the DMD stimulus, Eph = 3.6 · 10−13 µJ is the energy of a photon at the central wavelength, and
c is a coefficient estimating all losses of the incident light especially on the iris (where c ≅ 75%,
as determined by empirical observations during stimulation).

We also worked out the photoreceptor cone bleaching (%) for short bleaching exposures
[33,34] after converting the stimulus irradiance on the retina (radiometric quantity) in µW

µm2 to the
retinal illuminance (photometric quantity) in Td [35].

Adjustment of the position of the last lens of the second telescope (L8) in the illumination path,
placed after the beam splitter BS, allowed correction of the eye refractive error and simultaneously
proper imaging of the retina through another telescope (L6-L7, where both focal lengths of L6 and
L7 equal 150 mm) in the detection path on an ultra-fast camera sensor (FastCam SA-Z, Photron).

The reference arm included a two-lens system (L4-L5, where the focal length of L4 is 50 mm
and L5 is a Plan Achromat Objective with an effective focal length equal to 18 mm) and a titled
mirror providing a slightly off-axis reference reflection for sending the reference beam around
the rod mirror and onto the preview camera. The incorporation of an additional detector – a
line scan camera (N4K-7-F, Alkeria) – behind the rod mirror and an achromatic doublet (L12,
with a focal length of 30 mm), enabled real-time axial preview [36] of the retina that facilitated
patient’s alignment. A schematic of the system is presented in Fig. 1, including the white light
stimulus spectrum incident on the eye. For an emmetropic eye, the magnification of the detection
path was ∼4x. The measured system OCT sensitivity was 69 dB for the ultra-fast camera set at
100 kfps (kilo frames per second).

2.2. ORG data acquisition and processing

To produce a 3-D OCT volume, we acquired sets of 512 images of 512× 256 pixels, corresponding
to a 1.70× 0.85 mm2 field of view (FOV) on the retina, synchronized with the laser sweep,
at a camera shutter speed of 100 kfps (enabling a volume acquisition rate of 100 kfps / 512
fpv= 195.3 Hz, fpv: frames per volume). Figures 2(a)–2(b) show en-face and B-scan STOC-T
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Fig. 1. Schematic of the STOC-T setup with a path for a patterned flickering stimulus (green
dotted lines). DMD – digital micromirror device; DM – dichroic mirror, BS – beam splitter,
LED – light-emitting diode, L1-L12 – achromatic lenses. The multimode fiber provides
effective crosstalk reduction. The retinal and reference mirror planes are conjugated to the
high-speed and preview camera, while the DMD plane is conjugated to the retina. The
reference mirror is slightly tilted so that the reference beam is not blocked by the pick-off
(rod) mirror. The inset shows the white light LED spectrum entering the eye pupil.

images of the retina of a healthy volunteer overlaid onto an IR cSLO fundus image and a clinical
SD-OCT B-scan (Spectralis HRA+OCT, Heidelberg Engineering), respectively. Figure 2(c)
presents a STOC-T B-scan showing the location of the photoreceptor inner- and outer-segment
junction (IS/OS) and the cone outer-segment tips (COST) layers.

For flicker ORG, our protocol included light adaptation for a period of roughly 60 seconds
with a pre-flickering stimulus. This, as will become clearer later, was made necessary to detect
photoreceptor OPL modulation amplitudes with higher signal-to-noise ratios (SNR). After the
pre-flickering phase, we acquired 170 repeated spectral volume recordings every 5.32 ms, for
∼0.9 s, with a desired light stimulus spatial and temporal pattern, as depicted in Fig. 3(a). Data
processing involved several steps, from generating a complex 3D OCT image from the raw
spectral brightfield acquisition to extracting an en-face map of the OPL variation over time for
the photoreceptor outer segment.

To generate complex OCT images of each volume (Fig. 3(b)), we firstly subtracted the spectrum
DC level, estimated by band-pass filtering the interferogram, from the spectral fringe pattern at
each pixel location (x, y). Then we applied a Hamming window to the spectra, and we spatially
filtered [37] each en-face plane to reduce the background noise from multiple interfering modes
and remove fixed-term artifacts. Next, we bilaterally zero-padded the spectra to 1024 points and
applied an iterative dispersion compensation [38] using Shannon entropy as a sharpness metric
[15,39]. Lastly, we inverse Fourier transformed the resulting spectra along the wavenumber axis
to obtain a set of 3-D OCT volumes.

After complex OCT image generation, we performed a multi-step volume alignment procedure.
In this procedure, each volume is aligned to the first recorded volume. First, we performed
an x-y-z alignment based on a 3-D cross-correlation maximization operation in Fourier space
(Fig. 3(c)), and then the registered volumes were trimmed to maintain only the overlapping part.
Next, we corrected volume rotations around the x- and y-axis (Fig. 3(d)). In this step, we divided
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Fig. 2. Location and FOV of the photoreceptor layers involved in the ORG signal detection.
(a) En face and (b) B-scan structural STOC-T images overlaid on (a) a cSLO fundus image
and (b) an SD-OCT B-scan of the subject’s retina. (c) Schematic and corresponding STOC-T
B-scan showing the location of the IS/OS and COST photoreceptor layers.

each of the consecutive volumes into sub-regions (4× 4 pixels in the x-y plane). We estimated
the axial shifts of each sub-region for a given volume to the corresponding sub-region in the first
volume using a 1-D cross-correlation operation in Fourier space. This operation returned a shift
map, which was later fitted by a plane. We used the obtained fit to correct for the volume rotation
around the x- and y-axis. This type of correction is simplified as it assumes no transverse shifts
for retinal layers (we only perform axial shifts).

After rotation correction, we performed a refined x-y alignment with sub-pixel resolution
(Fig. 3(e)), and we also repeated the rotation correction with increased accuracy (Fig. 3(f)).
Lastly, for a simplified segmentation of the OCT phase from the photoreceptor layers of interest,
we shifted all A-scans in each volume axially by using the Fourier shift theorem to have the IS/OS
junction registered at a constant pixel depth. We then multiplied each registered complex volume
to the complex conjugate of the first registered volume to cancel any arbitrary phase offset. Next,
from the resulting complex-product volumes at every incremental time interval, we segmented
two volumes by extracting two manually defined ranges of a few pixels in z, corresponding to
the IS/OS and COST layers. Next, we obtained two complex-valued 2-D maps by averaging
along the z-axis the two segmented volumes corresponding to the IS/OS and COST layers. We
later applied spatial filtering in the x-y plane with a gaussian filter (σ= 3 pixels) to reduce phase
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Fig. 3. Schematic illustrating (a) the data acquisition sequence, including synchronized
volume acquisition with light stimulation over time; (b) OCT signal processing; and (c-f)
multi-step volume alignment procedure – as described in the text.

noise at the expense of a minor resolution degradation, and we then computed the OCT phase
difference between the IS/OS and COST layers. Finally, by multiplying the resulting 2-D (x, y)
spatially-resolved phase difference by λ0/(4π), for every incremental time interval, we obtained
the change of photoreceptor OPL over time, and how it varies as a function of light stimulus.

2.3. In vivo human ORG system characterization and experimental protocol

This research was approved by the Bioethical Committee at the Ludwik Rydygier Collegium
Medicum of Nicolaus Copernicus University (approval KB 87/2021). It was conducted following
the tenets of the Declaration of Helsinki and the internal regulation of the International Centre for
Translational Eye Research (ICTER). One subject with no known pathologies was recruited for
this study. The subject provided informed consent after the nature and possible risks of the study
were explained. Only the subject’s right eye was used and the subject’s pupil was not dilated for
the following experiments.

In the first instance, we checked if the proposed STOC-T system for ORG could detect both
the fast contractile (early) and slow swelling (late) response of dark-adapted photoreceptors to
a single bright light pulse stimulation, as in [15,19]. For these measurements, the subject’s
eye was dark adapted for five minutes, and we used a 100 ms light pulse for stimulation. Each
dark-adapted period was preceded and followed by the alignment for several seconds of the
subject’s eye under IR illumination to optimize the OCT signal.

Figure 4 shows the photoreceptor outer segment OPL variation for the fast and slow response,
and maps of the spatially-resolved ORG signal for a region at 5° nasal to the fovea. To monitor
the fast response a uniform (non-patterned) light pulse stimulus, providing a photon flux of
54× 102 photons/ms/µm2, was used (Fig. 4(a)). Figure 4(b) presents an average of three separate
measurements, averaged over a 1.70× 0.85 mm2 area of the retina, and the photoreceptor OPL
change over time shows a negative dip corresponding to the stimulus onset. To monitor the ability
to spatially resolve the slow response, a checkerboard-patterned light pulse stimulus, providing a
photon flux of 136× 102 photons/ms/µm2, was used.

Figure 4(c) is a map of the late response at 250 ms after the stimulus onset with an average
photoreceptor swelling reaching ∼150 nm. Lastly, Fig. 4(d) shows an overlay of the late
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Fig. 4. (a) Onset and duration of a uniform (non-patterned) light pulse stimulus. (b)
Photoreceptor OPL change over time (average of three separate measurements) for the light
pulse stimulus as of (a) (averaged over a 1.70× 0.85 mm2 area of the retina). (c) Map of a
spatially-resolved photoreceptor response to a checkerboard-patterned light pulse stimulus
250 ms after the stimulus onset (with details reported in Table 1.) (d) Overlay of the variation
of OPL on a STOC-T en-face map showing the photoreceptors layer.

Table 1. Light pulse (flash) ORG experimental parameters.

Figure Pre-stimulus photon flux
(duration ∼ 5 min)
(102 photon/ms/µm2)

Light pulse peak photon
flux (duration: 0.1 s)
(102 photon/ms/µm2)

Flickering
frequency

(Hz)

Spatial
averaging

(px2)

4(a) 0 54 0 Whole FOV

4(b), 4(c) 0 136 0 3× 3

photoreceptor response (at 250 ms) on a STOC-T en-face map of the corresponding photoreceptors
layer. Table 1 reports the light pulse (flash) ORG experimental parameters.

We then went on to test our ORG system with a flickering stimulus. The stimulus was a square
wave with photon flux oscillating from 0 to I0 with a 50% duty cycle and one of the following
flicker frequencies: 15 Hz, 18 Hz, 20 Hz, 25 Hz, and 30 Hz. We used both uniform and patterned
stimuli with alternating dark and flickering stripes, each spanning ∼250 µm on the subject’s
retina.

To overcome the apparent limitation in previous studies [27,28] to measuring fast retinal
ORG responses above 10 Hz, we decided to investigate the effect of light-adaptation versus
dark-adaptation, as preliminary evidence from experimental work in our laboratory suggested that
a period of light adaptation would improve the SNR of the measured photoreceptor modulation
amplitude at the flicker frequency. Figure 5 shows how the pre-flickering stimulation influences
the measurement results in flicker ORG with a spatially uniform stimulus, flickering at 15 Hz.

The light-adapted pre-flickering protocol included around two minutes dark adaptation interval
between measurements followed by one minute pre-flickering illumination with a uniform
(non-patterned) stimulus, during which the STOC-T IR light was also on for proper patient
alignment. Table 2 reports the system characterization and flicker ORG experimental parameters.

With a very low visible photon flux before the measurement (Ib = 1.1 · 102 photons/ms/µm2)
in comparison to the peak photon flux during the measurement (I0 = 54 · 102 photons/ms/µm2 -
see Fig. 5(a)), bleaching only ∼7% of foveal cones after one minute, a significant slow increase
in the OPL occurs during the flickering stimulation (Fig. 5(e)). This OPL change is similar to the
one observed during the single-pulse stimulation for a dark-adapted eye (Fig. 4(b)). Interestingly,
it has a broadband frequency content, which buries the photoreceptor response at 15 Hz in the
noise (Fig. 5(i)). We hypothesize it is related to the same physiological mechanism of osmotic
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Fig. 5. Comparison of the ORG signals (e)-(h), averaged over the full FOV, and corresponding
spectra (i)-(l) obtained under different illumination conditions, represented in (a)-(d). Plots
for a dark-adapted eye before flickering stimulation at 15 Hz (a), (e), (i); light-adapted eye
before flickering stimulation at 15 Hz (b), (f), (j); no stimulus (c), (g), (k); and constant
non-flickering stimulus (d), (h), (l).

Table 2. System characterization and flicker ORG experimental parameters.

Figure
Pre-flickering photon flux

(duration ∼ 1 min)
(102 photon/ms/µm2)

Flickering peak photon
flux (duration ∼ 0.9 s)
(102 photon/ms/µm2)

Flickering
frequency

(Hz)

Spatial
averaging

(px2)

5(a), 6(a) 1.1 54 15 Whole FOV

5(b), 6(b),
7(a)

31 54 15 Whole FOV

5(c) 0 N/A 0 Whole FOV

5(d) 31 N/A 0 Whole FOV

7(b) 31 54 20 Whole FOV

7(c) 31 54 25 Whole FOV

7(d) 31 54 30 Whole FOV

8(a) 13 13 0 & 15, stripes 3× 3

8(b) 12 12 0 & 15 & 18,
stripes

3× 3

changes in the photoreceptors, generated as by-products of the phototransduction process in a
dark-adapted eye [16], as the pre-flickering photon flux is very low, and, therefore, we shall refer
to this case as “dark adapted” in the rest of the manuscript for simplicity.

When, instead, we used a stronger visible photon flux before the measurement (Ib = 31 ·

102 photons/ms/µm2) equal to roughly half the peak photon flux during the measurement
(I0 = 54 · 102 photons/ms/µm2 – see Fig. 5(b)), bleaching ∼81% of foveal cones after one
minute, the slow swelling of the photoreceptors was not observed, whilst the photoreceptor OPL
change at a given flickering frequency became visible in the stimulated retinal regions (Fig. 5(f)).
The photoreceptor OPL modulation amplitude at 15 Hz was ∼1 nm and it stands out from the
background noise (Fig. 5(j)).
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2.4. Flicker ORG: displacement sensitivity and OPL modulation amplitude sensitivity

To characterize the OPL modulation amplitude sensitivity of our flicker ORG system, we acquired
first a benchmarking measurement on an eye phantom (OCT Model Eye, Rowe Technical Design),
where no flicker and no eye motion were present. To perform a cleaner frequency analysis of the
detected signals, we applied a high-pass filter (> 10 Hz), from the MATLAB built-in “highpass”
function, which removed the slow OPL variations.

The STOC-T displacement sensitivity was experimentally calculated as the standard deviation
over time of the high-passed OPL difference between two retinal phantom layers, averaged over
the x-y plane in the FOV, and it was 0.25 nm. However, as the phase noise was distributed
rather evenly in the bandwidth of interest (10-50 Hz), the mean noise amplitude in the frequency
spectrum was only 40 pm with a standard deviation of 30 pm.

We then acquired and analyzed the ORG signal in vivo when there was no stimulation
(Figs. 5(c), 5(g)) and when a constant stimulation (Figs. 5(d)–5(h)) with a photon flux of
Ib = 31 · 102 photons/ms/µm2 was provided, i.e., the light was not modulated in time, as control
cases. For ORG measurements without stimulation, the standard deviation of the high-passed
OPL change over time was 2.12 nm. However, as in the phantom eye case, in the bandwidth of
interest (10-50 Hz – Fig. 5(k)), the mean value of the amplitude spectrum was roughly an order
of magnitude smaller, namely 340 pm, with a standard deviation equal to 210 pm. In the case
of constant illumination on the retina, a slight improvement was also noticed, as the standard
deviation of the high-passed OPL change over time was 0.83 nm, and the mean value of the
spectrum was 140 pm with a standard deviation equal to 90 pm.

For comparison to theoretical predictions, we computed from Eq. (2) the STOC-T theoretical
best displacement sensitivity from the theoretical phase difference sensitivity σ∆ϕ , [40,41], as

d∆ϕ = λ0
σ∆ϕ

4π
. (2)

The theoretical best phase difference sensitivity σ∆ϕ [18,42], is inversely related to a composite
SNR arising from the differential SNRs of the two retinal layers of interest, SNR(z1, t) and
SNR(z2, t), as follows in Eq. (3):

σ∆ϕ =

√︄
SNR(z1, t) + SNR(z2, t)
2 · SNR(z1, t)SNR(z2, t)

. (3)

In the case of constant illumination on the retina (Fig. 5(d)), the IS/OS layer had an average OCT
SNR(z1, t)= 9 dB, while the COST layer had an average OCT SNR(z2, t)= 10.6 dB. Therefore,
the composite OCT SNR from the two layers is 9.7 dB for any given (x,y) position in the FOV.
However, there are N independent depth scans to be averaged, where N = 512× 256= 131,072
pixels in an x-y plane. Averaging would improve the SNR by a factor of

√
N [43], leading to

an SNR= 35.3 dB, which corresponds to a theoretical displacement sensitivity d∆ϕ = 1.1 nm.
The measured STOC-T displacement sensitivity of 0.83 nm is consistent with a theoretical
displacement sensitivity of 1.1 nm, when considering that the experimental one comes from a
high-passed filtered measurement. Ultimately though, the OPL modulation amplitude sensitivity
for flicker ORG in vivo is determined by the noise floor in the frequency domain, which is 140 pm
for this case.

In Fig. 6, we show the measured changes in OPL, averaged from the whole FOV, to the uniform
(non-patterned) stimulus flickering at 15 Hz for both the dark-adapted (Fig. 5(a)) and light-adapted
(Fig. 5(b)) eye, after applying the high-pass filter. These signals were obtained from separate
measurements and averaged among them. Figure 6(a) shows the high pass-filtered dark-adapted
ORG signal in red, while Fig. 6(b) shows the high pass-filtered light-adapted ORG signal in
blue, and the unfiltered light-adapted ORG signal dashed in black, as in Fig. 5(f) for reference.
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Figure 6(c)–6(d) shows the corresponding modulation amplitude spectra, with the same color
code as in Figs. 6(a)–6(b). Despite the filtering operation reduces the low-frequency noise and it
brings out a peak at 15 Hz, previously invisible for the dark-adapted eye in Fig. 5(i), it is evident
that the dark-adapted signal presents higher background noise even at higher frequencies.
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Fig. 6. Averaged measured filtered ORG response and OPL modulation amplitude spectrum
to a 15 Hz stimulus. (a) Averaged, dark-adapted ORG signal, as in Fig. 5(e), after high
pass-filtering in solid red. (b) Averaged, light-adapted ORG signal, as in Fig. 5(f) in a black
dashed line and after high pass-filtering in solid blue. (c) Modulation amplitude spectrum of
the ORG signal in (a). (d) Modulation amplitude spectrum of the ORG signals in (b). The
FFT is zero-padded to N= 2048 datapoints. The OPL modulation amplitude spectrum is
computed as the amplitude spectrum of the zero-padded signal normalized by half the raw
number of time steps (bins).

To objectively quantify the superior performance of the light-adapted pre-flickering protocol in
teasing out the photoreceptor OPL modulation response, we then compared the OPL modulation
SNR values, where the signal is evaluated as the peak value at 15 Hz while the noise is evaluated
as the root mean square in the 18-50 Hz range.

We obtained an average OPL modulation SNR equal to 13.91 dB with a standard deviation of
0.23 dB for the low pre-flickering photon flux (dark-adapted case). The average OPL modulation
SNR value increased to 25.29 dB with a standard deviation of 1.79 dB with the higher pre-
flickering photon flux (light-adapted case). As such, during flicker ORG experiments, no dark
adaptation was required, and, subsequently, we set a pre-flicker illumination with a photon flux
above 12 · 102 photons/ms/µm2.

3. Results

Figure 7 shows the photoreceptor OPL modulation amplitude spectra from several high-pass-
filtered ORG measurements, averaged in the whole FOV in a region at 5° nasal to the fovea, in
response to a uniform (non-patterned) flickering stimulus under the light-adapted protocol.

The flickering frequencies we used were 15 Hz, 20 Hz, 25 Hz, and 30 Hz, respectively. We
repeated these measurements several times for each flickering frequency and computed the mean
spectra (in a solid blue line) and the corresponding± one standard deviation range (in a blue
shade) from a total of eight (Fig. 7(a)), six (Fig. 7(b)), six (Fig. 7(c)), and five spectra (Fig. 7(d)).

We then extracted the peak amplitude values from each measurement for each flickering
frequency (see means and standard deviations in Table 3) and ran several two-sample t-Tests on
the peak amplitude samples from different flickering frequency pairs to test if the corresponding
normal distributions have statistically different mean peak amplitudes (p-value < 5%). The
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Fig. 7. Spectra of OPL modulation amplitude resulting from a spatially-uniform, flickering
stimulation with a frequency of (a) 15 Hz, (b) 20 Hz, (c) 25 Hz, and (d) 30 Hz, under
light-adapted protocol as in Fig. 5(b). Each plot shows the average (in a solid blue line) and
the± one standard deviation range (in a blue shade) for (a) eight, (b) six, (c) six, and (d) five
high pass-filtered ORG measurement spectra. At the bottom of the graphs, the horizontal
lines and the asterisks (*) join the pairs of datasets from different flickering frequencies that
have statistically different mean peak modulation amplitudes.

results showed that the pairs (15 Hz – 20 Hz), (15 Hz – 25 Hz), (15 Hz – 30 Hz), and (20 Hz
– 30 Hz) all have statistically different mean peak amplitudes (see Table 4) in response to the
corresponding flickering stimuli, with a trend of decreasing amplitude with increasing flickering
frequency.

Table 3. Mean and standard deviation of peak values for
the datasets presented in Fig. 7.

Frequency Mean peak value (nm) Standard deviation (nm)

15 Hz 0.90 0.13

20 Hz 0.64 0.20

25 Hz 0.48 0.15

30 Hz 0.42 0.06

Table 4. Results of the statistical
significance test (p values) for the

datasets presented in Fig. 7.

20 Hz 25 Hz 30 Hz p-values

0.73% 0.012% 0.001% 15 Hz

12% 2.7% 20 Hz

40% 25 Hz

The plots not only show that the measured responses follow the stimulus frequency, as expected,
but also a statistically-significant decreasing photoreceptor OPL modulation amplitude with
increasing flicker frequencies, hinting at the approaching CFF [44].

Next, we mapped the photoreceptor OPL change in response to striped-patterned stimuli to
highlight the technical ability of our system and experimental protocol to spatially map the
response to different flickering frequencies over a large FOV on one side, and the potential to
study the spatial distribution of the temporal frequency response of photoreceptors OPL changes
on the other, providing complementary information to flicker ERG studies and with higher
resolution. For this work, we replaced the high-pass filter with a 1 Hz band-pass filter to isolate
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the modulation signal in the band of interest. Then we calculated the average peak modulation by
averaging the modulation envelope values estimated using the Hilbert transform.

Figure 8(a) shows the measurement of the photoreceptor OPL modulation amplitude in response
to a stimulus with stripes flickering at 15 Hz. Figure 8(b), instead, shows the measurement of
the photoreceptor OPL change in response to a stimulus containing stripes where every second
flickering one was set at a frequency of 15 Hz and 18 Hz, respectively.

a1. DMD stimulation (Hz)

b1. DMD stimulation (Hz)

15 0 15 0 15015

18 0 15 0 18015

a2. Retina response (14.5-15.5 Hz)

b2. Retina response (14.5-15.5 Hz)

a3. B-scan from the center of volume

b3. Retina response (17.5-18.5 Hz)

200 μm

200 μm 200 μm

200 μm

Fig. 8. Measured photoreceptor OPL modulation amplitude in response to a patterned
flickering white light stimulation. (a) Measured ORG response to stimulation with a pattern
containing 15 Hz flickering stripes. Pre-flicker photon flux of 13 · 102 photons/ms/µm2,
flickering peak photon flux I0 = 13 · 102 photons/ms/µm2. (b) Measured ORG response
to stimulation with a pattern containing alternately 15 Hz and 18 Hz flickering stripes (see
Visualization 1). Pre-flicker photon flux of 12 · 102 photons/ms/µm2 flickering peak photon
flux I0 = 12 · 102 photons/ms/µm2.

We can observe how the regions corresponding to a stimulus stripe flickering at 15 Hz
present higher amplitude of the OPL change than those at 18 Hz, while the control regions
showed no signal. Visualization 1 shows a video of the spatially-resolved photoreceptor OPL
modulation amplitude in response to the stimulus of Fig. 8(b) in different frequency bands, with
a rolling band-pass filter with a bandwidth of 1 Hz, overlaid on an en-face STOC-T image of the
corresponding photoreceptor layer.

4. Discussion

We demonstrated the ability of our flicker ORG system to spatially detect the photoreceptor
response to a patterned stimulus with light stripes flickering at different frequencies. Despite the
limits to the achievable OCT SNR, brought by the outstanding temporal resolution of STOC-T for
volumetric imaging (5.32 ms) together with the low retinal irradiance from the IR light source, a
good phase sensitivity and hence displacement sensitivity was achieved thanks to a sub-pixel 5
degree-of-freedom volume registration and spatial averaging (when performed) post-processing
procedure and the likely advantage offered by the effective scattering crosstalk reduction in our
STOC-T system.

In fact, our STOC-T system presents a displacement sensitivity in the order of 830 pm in vivo.
However, flicker ORG additionally benefits from the SNR improvement brought by frequency
modulation of the photoreceptor OPL change signal. Therefore, detection of OPL modulation
amplitudes above 40 pm if no eye motion is attained, and above 140 pm for in vivo fixated eyes
are possible with our system. This performance improvement is similar to that achieved with
other phase-sensitive OCT systems that modulate the signal in frequency [45–47]. This approach
allowed us to map both the early and late response of photoreceptors to light pulse stimulation as
well as the tiny photoreceptor OPL modulation amplitudes over a broad range of frequencies

https://doi.org/10.6084/m9.figshare.16783822
https://doi.org/10.6084/m9.figshare.16783822
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below the CFF. While we have shown statistically significant differences in photoreceptor OPL
modulation amplitudes at different flicker frequencies in a retinal region 5° nasal to the fovea in
one volunteering subject, it is important to be aware of potential inter-subject variability for any
study on vision or clinical applications.

For the in vivo case, a better sensitivity (140 pm versus 340 pm) to the photoreceptor
OPL modulation amplitude was attained with a constant illumination rather than in the dark
(Figs. 5(h)–5(l) versus Figs. 5(g)–5(k)), possibly owing to better fixation and therefore less motion
artifacts when fixation happened via the measured eye rather than via the fellow eye, as in the
dark case.

Additionally, the ORG system detected OPL modulations in the stimulated bands with
reasonably higher SNR when a light-adapted eye, rather than a dark-adapted eye, was exposed to
the flickering stimulus. Therefore, the pre-flicker illumination was instrumental in preconditioning
the photoreceptors OPL variation, by reducing the concurrent slow swelling and the associated
broadband frequency content contributing to the background noise. As such, the measured
photoreceptor modulation amplitude at a given flicker frequency was detected against a lower
noise background. In fact, in light-adapted conditions, the typical swelling of the slow ORG
response, associated with the physiological mechanism of osmotic changes in the photoreceptors,
generated as by-products of the phototransduction process in a dark-adapted eye, was no longer
visible. Future studies will aim to relate this effect to the underlying physiological mechanism.

In this manuscript, we presented the photoreceptor OPL frequency response at selected
frequencies in a range above the frequencies currently presented in the literature up to just above
video rates (30 Hz). However, it is feasible to perform such experiments at lower and higher
frequencies. The limits to the achievable frequency range are the following: at higher frequencies,
the ultimate limit is the photoreceptor OPL modulation amplitude sensitivity, i.e., we cannot
detect modulation amplitudes smaller than 140 pm, which already requires spatially averaging
the ORG signal over a significant portion of the retina due to the limited OCT SNR of our system;
at lower frequencies, we are limited by the number of signal periods that we can acquire in
one measurement (although this could be solved by reducing the volume sampling rate) and by
the increasing phase noise produced by eye motion over longer acquisitions (even after volume
co-registration).

Slightly imperfect volume co-registrations, especially when residual off-center tilts are present,
could be the reason why we observed a photoreceptor OPL variation gradient in Fig. 4(b).
Further improvements to the volume co-registration procedure would be sought after to guarantee
artifact-free OPL change maps. The apparent absence of response towards the left edge of the
map in Fig. 8(a) can be attributed to a reduction in recorded OCT intensity, as visible in the
B-scan, and it is due to vignetting by the iris. As the pupil in those experiments was not dilated,
pupillary contraction with pre-flickering and flickering light posed an increasing strain on eye
centration, and, at times, it resulted in vignetted data. A potential future solution would be to use
topical mydriatics for pupil dilation before ORG.

Additionally, some of the edges of the detected patterns are blurred. This issue is partially
caused by a lack of synchronization between the projected pattern and the eye position, as the
pattern position on the retina changes during data acquisition due to eye movement. This problem
might be solved in future by integrating real-time eye tracking into the system [48] to shift the
position of the stimulus pattern accordingly. Such a solution might be needed for ORG tests with
higher spatial frequency patterns.

An alternative cause for the observed blur might be the optical aberrations in the subject’s
eye, which reduce the sharpness of the projected pattern on the retina. Implementation of
hardware adaptive optics methods [49], especially those suited to full-field OCT [50], will
certainly enable better pattern delineation in the response by the photoreceptor layer, and even
single-photoreceptor ORG by tracking them within the photoreceptor mosaic.
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5. Conclusions

In conclusion, we demonstrated that we could detect the photoreceptor response to different
flicker frequencies in a repeatable fashion with a STOC-T system and with improved SNR thanks
to a light-adapted experimental protocol. We also demonstrated the ability to spatially detect
the response to a patterned stimulus with light stripes flickering at different frequencies. These
results highlight the prospect for a more objective study of CFF variations across the retina or
complete characterization of the spatially-resolved temporal-frequency response of the retina
with flicker ORG perimetry and other novel accurate retinal functional studies for early detection
of retinal degeneration and therapy monitoring.
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